[Possibility of applying the 2-wave method of photometric measurements to the MUF-5 2-beam scanning cytospectrometer].
The article deals with a detailed description of a new modification of the two-wave method of photometric measurements on the MYphi-5 installation; its advantages are substantiated and the probable error of measurement is estimated.